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Abstract 

Background:  Jhe  CombiMatrix  ElectraSense®  microarray  is  a  highly  multiplex,  complementary  metal  oxide  semiconductor 
with  12,544  electrodes  that  are  individually  addressable.  This  platform  is  commercially  available  as  a  custom  DNA 
microarray;  and,  in  this  configuration,  it  has  also  been  used  to  tether  antibodies  (Abs)  specifically  on  electrodes  using 
complementary  DNA  sequences  conjugated  to  the  Abs. 

Methodology/Principal  Findings:  kn  empirical  method  is  described  for  developing  and  optimizing  immunoassays  on  the 
CombiMatrix  ElectraSense®  microarray  based  upon  targeted  deposition  of  polypyrrole  (Ppy)  and  capture  Ab.  This  process 
was  automated  using  instrumentation  that  can  selectively  apply  a  potential  or  current  to  individual  electrodes  and  also 
measure  current  generated  at  the  electrodes  by  an  enzyme-enhanced  electrochemical  (ECD)  reaction.  By  designating 
groups  of  electrodes  on  the  array  for  different  Ppy  deposition  conditions,  we  determined  that  the  sensitivity  and  specificity 
of  a  sandwich  immunoassay  for  staphylococcal  enterotoxin  B  (SEB)  is  influenced  by  the  application  of  different  voltages  or 
currents  and  the  application  time.  The  sandwich  immunoassay  used  a  capture  Ab  adsorbed  to  the  Ppy  and  a  reporter  Ab 
labeled  for  fluorescence  detection  or  ECD,  and  results  from  these  methods  of  detection  were  different. 

Conciusions/Significance:  Using  Ppy  deposition  conditions  for  optimum  results,  the  lower  limit  of  detection  for  SEB  using 
the  ECD  assay  was  between  0.003  and  0.01  pg/ml,  which  represents  an  order  of  magnitude  improvement  over  a 
conventional  enzyme-linked  immunosorbant  assay.  In  the  absence  of  understanding  the  variables  and  complexities  that 
affect  assay  performance,  this  highly  multiplexed  electrode  array  provided  a  rapid,  high  throughput,  and  empirical  approach 
for  developing  a  sensitive  immunoassay. 
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Introduction 

The  CombiMatrix  CustomArray®  microarray  and  ElectraSense 
microarray  are  complementary  metal  oxide  semiconductor 
(CMOS)  chips  with  12,544  electrodes  that  can  be  addressed 
individually  or  in  user-defined  groups.  These  arrays  are  available 
commercially  as  custom  DNA  chips  with  different  nucleic  acid 
probe  sequences  produced  at  each  electrode  using  sequential 
electrochemical  reactions  to  add  phosphoramidites  [1].  Hybrid¬ 
ization  to  probes  can  be  detected  using  cyanine  (Cy)  dyes  and 
fluorescent  scanners  or,  alternatively,  using  horseradish  peroxidase 


(HRP)  and  enzyme-enhanced  electrochemical  detection  (ECD)  on 
CombiMatrix’s  microarray  readers. 

Dill  et  al  [2]  first  described  a  method  for  fixing  capture 
antibodies  (Abs)  on  the  1000-electrode  CustomArray  microarray, 
a  predecessor  of  the  current  ElectraSense  microarray.  They 
synthesized  different  DNA  probes  on  individual  electrodes  and 
used  Abs  tagged  with  complementary  oligonucleotides  to  self- 
assemble  specifically  on  individual  electrodes  of  the  multiplex 
array.  The  array  had  capture  Abs  against  ricin.  Bacillus  globigii 
spores.  Ml 3  phage,  otl  acid  glycoprotein,  and  fluorescein.  Initially, 
antigen  (Ag)  binding  was  measured  optically,  using  fluorophore- 
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Immunoassay  on  a  CMOS  Array 
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Figure  1.  Photomicrograph  of  a  single  electrode.  The  image  shows  relationships  among  the  different  components  and  their  electrical 
connections. 
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labeled  target  or  reporter  Ab.  In  later  studies  [3,4],  the  authors 
used  amperometry  and  HRP  with  peroxide  and  ortho-phenylene- 
diamine.  They  reported  that  the  multiplex  mieroarray  and  assay 
demonstrated  high  speeifieity  and  sensitivity  in  the  low  pg/ml 
range. 

In  more  reeent  studies,  we  determined  that  the  eonjugated  Abs 
were  fragile,  expensive,  and  diffieult  to  produee  reliably.  As  an 
alternative,  we  investigated  using  polypyrrole  (Ppy)  to  adsorb  Abs 
to  individual  eleetrodes  on  the  array.  This  eompound  belongs  to  a 
family  of  eondueting  polymers  that  ineludes  polythiophene  and 
polyaniline  that  have  been  used  to  fix  proteins  and  other 
biomoleeules  on  eleetrodes  for  deteetion  using  different  eleetro- 
ehemieal  methods.  Their  use  has  been  well  doeumented  in 


numerous  reviews  [5,6,7,8,9,10,11,12,13,14,15,16].  Ramanavi- 
eiene  and  Ramanavieius  [8]  singled  out  Ppy  for  its  bioeompati- 
bility,  its  ability  to  transduee  energy  into  eleetrieal  signals,  its 
proteetive  properties  against  eleetrode  fouling,  and  its  potential  for 
in  situ  modifieation. 

In  this  eommunieation,  we  report  on  using  the  CombiMatrix 
EleetraSense  mieroarray  with  manual  and  automated  instrumen¬ 
tation  for  the  seleetive  eleetroehemieal  deposition  of  Ppy  and 
adsorption  of  eapture  Abs.  By  designating  groups  of  eleetrodes  on 
the  array  for  different  Ppy  deposition  eonditions,  we  determined 
that  the  use  of  eonstant  voltage  or  eonstant  eurrent  and  the  length 
of  time  for  Ppy  deposition  influeneed  the  sensitivity  and  speeifieity 
of  an  immunoassay  for  staphyloeoeeal  enterotoxin  B  (SEB)  as 


Figure  2.  Photograph  of  the  PotentioSense  Workstation  with  computer.  This  modified  EleetraSense  reader  has  externalized  leads  on  the 
case,  which  provide  connections  between  electrodes  on  the  array  and  a  potentiostat  or  other  external  power  source. 
doi:1 0.1 371 /Journal. pone.0009781  .g002 
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Immunoassay  on  a  CMOS  Array 


Figure  3.  Photograph  of  the  IVIX300  Automated  Microarray 
Workstation.  Reagents  are  loaded  in  a  96-well  plate,  and  a 
programming  script  is  used  to  control  their  flow  into  a  single  chamber 
or  into  four  chambers  containing  an  ElectraSense  microarray.  Current  or 
voltage  can  be  applied  to  single  or  groups  of  electrodes  for  Ppy 
deposition,  and  current  can  be  read  from  a  single  electrode  or  groups 
of  electrodes  for  ECD. 
doi:1 0.1 371 /journal. pone.0009781  .g003 

measured  using  a  seeondary  Ab  labeled  with  Cy5  for  fluoreseenee 
deteetion  or  HRP  for  ECD.  Under  optimum  eonditions,  ECD  was 
at  least  an  order  of  magnitude  more  sensitive  than  an  ELISA  plate 
immunoassay.  In  the  absenee  of  understanding  the  variables  and 
eomplexities  that  affeet  assay  performanee,  a  highly  multiplexed 
eleetrode  array  provides  a  rapid,  high  throughput,  and  empirieal 
approaeh  for  developing  sensitive  immunoassays. 

Results 

Instrumentation 

The  EleetraSense  mieroarray,  EleetraSense  Reader  and  meth¬ 
odology  for  ECD  have  been  deseribed  previously  [17,18].  Eaeh 
EleetraSense  mieroarray  has  12,544  individually  addressable 
eleetrodes  that  are  eonneeted  by  CMOS  eireuitry.  Thirteen  pogo 
pads  on  the  side  of  the  array  provide  eleetrieal  eontaet  with 
instrumentation  to  support  different  transdueer  funetions.  Figure  1 


shows  a  photomierograph  of  a  single  eleetrode  on  the  array.  The 
Pt  working  eleetrode  is  44  pm  in  diameter  and  is  separated  by  a 
layer  of  silieon  oxynitride  from  a  Pt  eounter  eleetrode  (grid)  that  is 
eontinuous  aeross  the  surfaee  of  the  array.  The  surfaee  of  the 
working  eleetrode  is  eorrugated  beeause  of  the  underlying  CMOS 
eireuitry,  whieh  eonneets  the  eleetrode  to  V-lines  that  ereate 
different  eleetrode  states. 

Initial  studies  on  the  deposition  of  Ppy  and  Ab  were  eondueted 
using  the  PotentioSense^^  Mieroarray  Workstation  (Figure  2), 
whieh  was  developed  to  investigate  eleetroehemieal  proeesses  on 
the  mieroarray.  The  instrument  software  provides  a  seripting 
interfaee,  whieh  enables  the  user  to  write  a  protoeol  (ehip  map) 
that  eontrols  whether  the  instrument  addresses  eleetrodes 
individually  or  in  groups.  The  state  of  the  eleetrode(s)  ean  be  set 
to  souree  voltage  or  eurrent,  ground,  or  diseonneeted  (floating). 
Similarly,  eurrent  and  voltage  ean  be  read  from  a  single  eleetrode 
or  a  defined  group  of  eleetrodes  using  the  software  and  eleetronies 
in  the  instrument  and  on  the  mieroarray.  Direet  eonneetions  to  the 
mieroarray  are  externalized  on  the  PotentioSense  so  that  it  will 
interfaee  with  third  party  instruments;  e.g.,  potentiostat, 
oseilloseope,  wave  generator,  ete.  High  toleranee  eleetronies  are 
used  in  the  PotentioSense  along  with  software  and  hardware 
feedbaek  routines  to  generate  and  measure  eleetrieal  signals 
aeeurately.  In  addition,  the  instrument  is  faetory  ealibrated,  and 
ealibration  values  are  saved  in  the  deviee  to  ensure  aeeuraey  and 
preeision. 

The  MX300  (Figure  3)  is  an  automated  fluidie  handling  and 
eleetroehemieal  proeessing  station  for  the  EleetraSense  mieroarray 
that  ineludes  an  automated  fluidie  handling  system  and  all  of  the 
eleetronies  and  software  found  on  the  PotentioSense.  Using  a 
standard  96-well  plate,  the  user  ean  load  any  eombination  of 
reagents  and  direet  their  introduetion  onto  the  mieroarray  using 
the  seripting  program.  This  instrument  ean  deposit  Ppy  and 
different  Abs  on  different  eleetrodes;  and,  using  a  different  set  of 
instruetions  and  reagents,  it  ean  run  an  ECD  immunoassay  to 
determine  Ag  eoneentration  in  one  or  more  samples.  For  Ppy 
deposition,  the  MX-300  was  eonfigured  with  a  single 
ehamber  that  eovered  the  array  (12K  eonfiguration).  For  antigen 
deteetion,  the  MX-300  was  eonfigured  with  four  separate 
ehambers  (4x2K  eonfiguration)  with  2,000  eleetrodes  in  eaeh 
ehamber.  This  allowed  analysis  of  multiple  samples  on  a  single 
mieroarray. 

Initial  Demonstration  of  Antibody  Attachment  to 
Individual  Electrodes 

A  number  of  approaehes  were  investigated  to  develop  a 
mieroarray  immunoassay  that  would  improve  upon  the  method 


Figure  4.  Deposition  of  Ppy  and  Ab  on  individual  electrodes.  A)  Photomicrograph  of  an  ElectraSense  microarray  under  epi  illumination  and 
showing  the  deposition  of  polypyrrole  with  adsorbed  murine  IgG  on  a  5x5  set  of  electrodes.  B)  Fluorescence  scanned  image  of  the  microarray 
treated  with  Cy5-labeled  goat  anti  mouse  IgG  and  showing  the  presence  of  murine  Ab  on  the  electrodes. 
doi:1 0.1 371 /journal. pone.0009781  .g004 
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Fluorescence  Detection  of  Ricin  Binding 
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1.0  pg/ml 
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Figure  5.  Detection  of  ricin  binding  to  murine  anti-ricin  MAb 
adsorbed  on  Ppy.  Polypyrrole  was  deposited  at  different  voltages 
followed  by  adsorption  of  anti-ricin  MAb.  Three  concentrations  of  ricin 
were  incubated  for  1  h  in  different  chambers  of  a  four-chamber  hyb 
cap.  Binding  was  detected  using  biotin-labeled  goat  anti-ricin  Ab.  A) 
Results  using  Cy5-SA  showing  a  scanned  fluorescence  image  of  the 
array  and  a  graph  illustrating  fluorescence  intensities  for  different 
groups  of  electrodes.  B)  Results  using  HRP-SA  showing  a  pseudo  image 
of  the  array  and  a  graph  illustrating  the  ECD  signals  for  different  groups 
of  electrodes. 

doi:1 0.1 371 /journal. pone.0009781  .g005 


of  using  nucleic  acid-Ab  conjugates  as  capture  elements.  Initial 
studies  involved  spotting  Abs  on  the  array;  however,  spotting 
created  uneven  depositions  across  numerous  electrodes,  which 
caused  uneven  and  variable  fluorescent  and  ECD  measurements. 
Subsequent  efforts  focused  on  using  electropolymerized  Ppy 
deposition  to  entrap  or  adsorb  antibodies  on  individual  electrodes. 
For  each  experiment,  a  chip  map  was  created  that  directed  the 


application  of  a  set  potential  to  groups  of  5x5  electrodes  on  the 
array,  Ppy  was  electrodeposited  applying  1.0  V  for  5  s,  and 
murine  IgG  was  selectively  adsorbed  to  the  deposited  Ppy  for 
5  min.  Figure  4  shows  two  images  of  the  5x5  sectors  with  and 
without  Ppy  and  Ab.  In  the  light  micrograph,  Ppy  deposition  is 
clearly  present  as  brown  spots  isolated  on  each  electrode.  The 
array  was  treated  with  Cy5-labeled  goat  anti-mouse  IgG,  and  the 
fluorescence  image  shows  that  the  antibodies  were  localized  only 
on  electrodes  with  Ppy. 

To  determine  whether  adsorbed  Abs  on  the  array  were 
functional,  Ppy  was  deposited  in  four  5x5  blocks  of  electrodes  at 
different  voltages  (1.3,  1.4,  1.5,  and  1.7  V)  for  5  s;  and  anti-ricin 
monoclonal  Ab  (MAb)  was  adsorbed  onto  the  electrodes.  Three 
concentrations  of  ricin  (0.1,  1.0,  and  10.0  pg/ml)  were  tested,  and 
binding  was  detected  using  biotinylated  goat  anti-ricin  Ab  and 
HRP-streptavidin  (HRP-SA)  for  ECD.  After  measurement,  the 
array  was  washed,  and  Cy5-streptavidin  (Cy5-SA)  was  applied  to 
the  same  array  for  fluorescent  detection.  Figure  5 A  and  5B 
illustrate  respectively  the  microarray  fluorescence  image  and  the 
ECD  pseudo  image  that  were  generated.  Bar  graphs  beneath  each 
image  demonstrate  that  ricin  could  be  detected  at  0.1  pg/ml  using 
ECD  or  fluorescence  detection  under  optimized  conditions.  In  this 
experiment,  increasing  the  deposition  potential  to  1.7  V  reduced 
the  ECD  signals  for  all  concentrations  of  ricin  compared  to  results 
using  lower  deposition  voltages;  however,  this  trend  was  not 
observed  using  fluorescence  detection. 

Optimization  of  Antibody  Deposition 

To  explore  the  relationship  between  deposition  potential  and 
assay  sensitivity,  a  revised  assay  was  developed  using  SEB  as  the 
target.  A  chip  map  was  written  on  the  MX300  instrument  to 
create  blocks  of  2x2  electrodes  in  four  sectors  that  align  with  a 
four-chambered  (hyb)  cap.  Each  block  had  a  different  set  of  Ppy 
deposition  conditions  based  upon  voltage  (0-2  V  in  increments  of 
0.1  V)  and  time  during  which  voltage  was  applied  (0.5,  1.0,  2.0, 
and  5.0  sec).  Anti-SEB  MAb  was  adsorbed  to  all  blocks  of 
electrodes  except  for  a  row  of  control  blocks,  which  were  treated 
with  casein  only  and  served  as  negative  controls.  Different 
concentrations  of  SEB  (none,  0.1  pg/ml,  1.0  pg/ml,  and 
10.0  pg/ml)  were  tested  on  the  array  followed  by  incubation  with 
biotinylated  rabbit  anti-SEB  Ab  and  SA-HRP.  Figure  6  illustrates 
that  the  detection  of  SEB  binding  occurred  in  a  defined  window  of 
Ppy  deposition  voltages— 0.8  to  1.9  V  for  a  0.5  s  deposition  and  0.7 
to  1.9  V  for  1,  2,  and  5  s  depositions.  Within  these  windows, 
deposition  voltage  influenced  non  specific  binding  to  electrodes 
with  the  lowest  values  observed  using  lower  voltages  (0.9  to  1.0  V) 
for  a  5  s.  Higher  voltages  reduced  specific  binding  and  increased 
non-specific  binding. 

Because  the  SEB  detection  was  apparent  only  when  voltages 
between  0.7  and  1.9  V  were  applied,  the  assay  was  run  using  Cy5- 
SA  and  fluorescence  detection  to  determine  if  this  window  was 
related  to  the  Ab  deposited  on  the  Ppy  or  some  electrical 
properties  of  the  Ppy.  Figure  7  illustrates  that,  as  observed  with 
ECD,  SEB  was  only  detected  fluorescently  on  Ppy  deposited 
between  0.7  and  1.9  V.  Within  this  window  of  deposition,  the 
fluorescence  pattern  reflecting  assay  sensitivity  was  bimodal  like 
the  ECD  assay,  but  non-specific  binding  to  electrodes  treated  only 
with  casein  (control)  was  very  low  (data  not  shown).  To  understand 
these  patterns  better,  photomicrographs  were  made  of  Ppy 
deposited  on  the  array.  Figure  8  shows  the  colored  pattern  of 
Ppy  deposited  on  blocks  of  electrodes  for  2  s  at  0.0  to  2.0  V. 
Colored  product  was  first  apparent  at  0.7  V,  the  intensity  of  the 
color  appeared  to  increase  with  increasing  potential  to  1.0  V  and  it 
then  declined  thereafter,  but  was  still  apparent  at  1.9  V. 
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Figure  6.  Electrochemical  detection  of  SEB  binding  on  an  array  with  Ppy  deposited  using  constant  voltage.  Polypyrrole  was  deposited 
using  potentials  from  0.0  to  2  V  for  0.5,  1.0,  2.0,  or  5.0  s  followed  by  adsorption  of  anti-SEB  MAb.  Different  concentrations  (0.0,  0.1,  1.0  or  10.0  pg/ml) 
of  SEB  were  incubated  in  individual  chambers  of  a  four-chamber  hyb  cap,  and  binding  was  detected  using  biotinylated  rabbit  anti-SEB  with  HRP-SA. 
doi:1 0.1 371 /journal. pone.0009781  .g006 
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Figure  7.  Fluorescence  detection  of  SEB  binding  on  an  array  with  Ppy  deposited  using  constant  voltage.  Polypyrrole  was  deposited 
using  potentials  from  0.0  to  2  V  for  0.5,  1.0,  2.0,  or  5.0  s  followed  by  adsorption  of  anti-SEB  MAb.  Different  concentrations  (0.0,  0.1,  1.0  or  10.0  pg/ml) 
of  SEB  were  incubated  in  individual  chambers  of  a  four-chamber  hyb  cap,  and  binding  was  detected  using  biotinylated  rabbit  anti-SEB  with  Cy5-SA. 
doi:1 0.1 371 /journal. pone.0009781  .g007 
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0.5  s  Ppy  Deposition 


1.0  s  Ppy  Deposition 


2.0  s  Ppy  Deposition 


Figure  8.  Composite  photomicrograph  showing  Ppy  deposition  on  2x2  groups  of  electrodes  using  constant  voltage.  Polypyrrole  was 
deposited  for  1.0  s  using  voltages  from  0.0  to  2.0  V  in  0.1  V  increments,  as  listed  beneath  each  group. 
doi:1 0.1 371 /journal. pone.0009781  .g008 


As  an  alternative  to  eonstant  voltage,  Ppy  was  deposited  using 
eonstant  eurrent.  Assay  eonditions  were  identieal  to  those 
deseribed  above,  exeept  for  deposition  times  (0.1,  0.5,  1.0  and 
2.0  s)  and  eurrent.  Figure  9  illustrates  results  from  an  assay  where 
Ppy  was  deposited  using  10-260  nA.  The  best  sensitivity,  as 
measured  by  ECD,  was  obtained  when  a  deposition  eurrent  of 
40  nA  was  applied  for  0.1,  0.5,  or  1.0  s.  When  eurrent  was  applied 
for  2.0  s,  the  eurve  moved  to  the  left,  and  the  best  aetivity  was 
observed  with  a  lower  deposition  eurrent  of  20  nA.  Polypyrrole 
was  deposited  using  a  broader  range  of  eurrents  (0-980  nA)  for 
1  s,  and  ECD  signals  inereased  to  a  peak  at  60  nA  and  then 
deelined  with  inereasing  deposition  eurrents  (data  not  shown). 
Eigure  10  illustrates  SEE  binding  to  negative  eontrol  eleetrodes 
that  laeked  eapture  Ab  and  were  bloeked  with  easein.  The  lowest 
non-speeifie  binding  to  the  eleetrodes  was  observed  when  Ppy  was 
deposited  at  20-40  nA  for  1  s.  At  eurrents  below  and  above  those 
values,  non-speeifie  binding  inereased  both  in  the  presenee  and 
absenee  of  SEE  suggesting  binding  by  other  assay  reagents  (e.g., 
biotinylated  seeondary  Ab  and  SA-HRP).  Eigure  1 1  illustrates 


eross  reaetivity  of  the  anti-SEE  array  in  the  presenee  of  10^-fold 
exeess  of  riein.  As  observed  in  the  previous  experiment,  riein 
binding  was  minimal  when  the  Ppy  was  deposited  at  30-40  nA  for 
1  s  but  inereased  on  Ppy  deposited  at  lower  and  higher  eurrents. 
That  riein  binding  inereased  along  with  the  negative  eontrol  (no 
Ag),  whieh  supports  the  idea  that  other  assay  reagents  eontributed 
to  the  non-speeifie  signal. 

The  eonstant  eurrent  ECD  assay  was  repeated  using  fluoreseenee 
deteetion,  and  Eigure  1 2  shows  that  the  fluoreseenee  signal  improved 
as  the  Ppy  deposition  eurrent  inereased  up  to  220  nA  after  whieh 
signal  deereased  with  inereasing  deposition  eurrents.  Non-speeifie 
binding  to  eleetrodes  treated  only  with  easein  (eontrol)  was  minimal 
throughout  the  range  of  eurrents  used  for  Ppy  deposition  (data  not 
shown).  The  pattern  of  eolored  Ppy  was  examined  mieroseopieally, 
and  Eigure  1 3  shows  that  eolored  produet  was  apparent  on  eleetrodes 
after  a  1  s  deposition  at  160  nA.  The  intensity  of  the  eolored  produet 
inereased  and  appeared  to  reaeh  a  plateau  thereafter,  but  did  not 
demonstrate  the  loss  of  eolor  intensity  that  was  observed  with 
eonstant  voltage  deposition. 
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Figure  9.  Electrochemical  detection  of  SEB  binding  on  an  array  with  Ppy  deposited  using  constant  current.  Polypyrrole  was  deposited 
using  currents  from  10  to  260  nA  for  0.1,  0.5,  1.0,  or  2.0  s.  Different  concentrations  (0,  0.1,  1.0  or  10.0  pg/ml)  of  SEB  were  incubated  in  individual 
chambers  of  a  four-chamber  hyb  cap,  and  binding  was  detected  using  biotinylated  rabbit  anti-SEB  with  HRP-SA. 
doi:1 0.1 371/journal.pone.0009781  .g009 


Comparison  of  Assay  Performance 

To  determine  a  lower  limit  of  deteetion  (LOD)  for  the  enzyme- 
enhaneed  EGD  assay,  lower  eoneentrations  of  SEB  were  tested 
using  a  new  version  of  the  manual  EleetraSense  reader  with 
improved  eleetronies  that  reduee  eleetronie  noise  and  inerease 
ECD  signals.  Figure  14A  shows  that  the  assay  was  able  to  deteet 
0.01  pg/ml  in  buffer  but  not  at  0.003  pg/ml.  A  standard  EEISA 
mierowell  plate  assay  was  developed  around  the  same  eapture  and 
seeondary  Abs,  and  Figure  14B  illustrates  that  this  assay  deteeted 
SEB  at  0. 15  pg/ ml  but  not  at  0.05  pg/ ml,  whieh  indieates  that  the 
ECD  assay  was  at  least  an  order  of  magnitude  more  sensitive  than 
the  ELISA  plate  assay. 

Discussion 

This  eommunieation  demonstrates  the  use  of  a  eommereial, 
highly  multiplex  CMOS  mieroarray  for  the  automated  deposition 
of  Ppy  and  adsorption  of  eapture  Abs  for  deteetion  of  antigen 
binding  using  ECD  or  fluoreseenee  deteetion.  To  support  multiple 
assays  and  high  throughput  on  the  array,  a  four-ehamber  hyb  eap 
was  used  so  that  four  different  eoneentrations  of  Ag  eould  be 
applied  on  a  single  array;  and,  within  eaeh  ehamber,  Ppy 
deposition  was  eontrolled  on  50  bloeks  of  4  eleetrodes  with  respeet 
to  deposition  time  and  voltage  or  eurrent.  In  this  eonfiguration,  a 
single  mieroarray  supported  200  different  experimental  eonditions 
with  respeet  to  Ppy  deposition  and  Ag  eoneentrations.  Moreover, 
Ag  binding  eould  be  studied  using  ECD  or  fluoreseenee  deteetion. 
The  ability  to  perform  sueh  a  large  number  of  experiments  in 
parallel  demonstrates  the  power  of  this  methodology.  Attempting 


these  studies  using  a  single  Pt  eleetrode  mounted  in  an 
eleetroehemieal  eell  might  provide  good  eontrol  over  eleetro- 
ehemieal  proeesses  but  would  laek  throughput  and  versatility. 

Our  studies  initially  used  eonstant  voltage  to  eleetropolymerize 
the  Ppy,  whieh  others  have  used  with  a  two  eompartment 
eleetroehemieal  eell  where  a  referenee  eleetrode  ean  maintain  the 
applied  voltage.  Ramanavieius  et  al  (15)  reported  that  using  their 
potential  pulse  teehnique  with  a  range  of  0.6  to  1.2  V  versus  Ag/ 
AgCl  for  initial  strueturing  of  the  Ppy  was  most  suitable  for 
entrapping  biologieally  aetive  materials.  These  values  eorrespond 
elosely  to  our  findings  that  SEB  deteetion  was  observed  only  when 
the  Ppy  was  deposited  between  0.7  and  1.9  V. 

While  eonstant  voltage  was  used  sueeessfully  for  eleetropoly- 
merizing  pyrrole,  deposition  voltages  are  affeeted  by  the  number 
of  eleetrodes  addressed  and  were  diffieult  to  maintain  using  the 
MX300  in  the  absenee  of  a  referenee  eleetrode.  However,  using 
this  instrument  with  eonstant  eurrent  provided  eonsistent, 
automated  deposition  of  Ppy  and  eapture  Ab  beeause  eurrents 
eould  be  maintained  at  designated  eleetrode  regardless  of  the 
number  of  eleetrodes  addressed.  Our  results  show  that  exeellent 
SEB  deteetion  using  ECD  eould  be  aehieved  by  applying  a  low 
eurrent  (30-50  nA)  for  a  very  brief  period  of  time  (Is).  Using 
fluoreseenee  deteetion,  the  SEB  assay  performed  well  over  even 
broader  range  of  Ppy  deposition  eurrents. 

Sadki  et  al  [19]  reviewed  the  physieal,  eleetrieal  and  ehemieal 
parameters  that  influenee  the  eleetropolymerization  of  pyrrole  and 
identified  monomer  substitution,  eleetrolyte  (dopant),  solvent,  pH, 
eleetroehemieal  method,  and  temperature  as  influeneing  the 
formation  and  eharaeteristies  of  a  Ppy  film.  From  a  praetieal 


Casein  Only  -  Negative  Control 


Current  (n  A) 


Figure  10.  Electrochemical  detection  of  non-specific  binding  by  SEB.  Polypyrrole  was  deposited  for  1  s  at  increasing  currents  from  10  to 
130  nA  and  blocked  with  saturated  casein  in  place  of  capture  Ab.  Binding  was  detected  using  biotinylated  rabbit  anti-SEB  with  HRP-SA.  Inset  graph 
illustrates  that  the  lowest  non-specific  binding  was  obtained  using  deposition  currents  of  30  and  40  nA. 
doi:1 0.1 371  /journal. pone.0009781  .gOI  0 
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Figure  11.  Electrochemical  detection  of  cross  reactivity  by  excess  ricin  with  rabbit  anti-SEB  capture  Ab.  Polypyrrole  was  deposited  for 
1  sec  at  increasing  currents  from  10  to  260  nA.  Biotinylated  rabbit  anti-SEB  Ab  was  used  to  detect  SEB  and  biotinylated  goat  anti-ricin  Ab  was  used  to 
detect  ricin.  The  lowest  non-specific  binding  and  best  sensitivity  (Ag  versus  no  Ag)  was  obtained  using  deposition  currents  of  30  and  40  nA. 
doi:1 0.1 371 /journal. pone.0009781  .gO1 1 


standpoint  of  developing  an  optimized  immunoassay  using  Ppy, 
these  parameters  ean  be  studied  effieiently  and  effeetively  using  the 
EleetraSense  mieroarray  and  either  the  PotentioSense  or  MX300 
instruments.  This  study  demonstrates  that  assay  sensitivities  ean 
vary  eonsiderably  with  Ppy  deposition  time  and  voltage  or  eurrent. 
Moreover,  non-speeifie  binding  to  the  Ppy  also  appears  to  vary 
with  deposition  eonditions.  Those  that  produee  optimal  ECD 
sensitivities  may  differ  from  those  providing  optimal  fluoreseenee 
deteetion. 

Photomierographs  of  Ppy  deposition  on  eleetrodes  illustrate 
additional  faetors  that  ean  influenee  the  performanee  of  ECD  and 
fluoreseent  assays.  With  eonstant  voltage  deposition,  appearanee 
of  eolored  Ppy  spots  roughly  eorresponded  to  the  results  of  the 
ECD  and  fluoreseent  assays  with  deteetion  oeeurring  on  Ppy 
deposited  between  0.7  and  1.9  V.  However,  with  eonstant  eurrent, 
the  best  ECD  results  oeeurred  on  Ppy  deposited  at  low  eurrent  for 
short  periods  of  time  and  were  eolorless  on  the  mierographs, 
whereas  the  best  fluoreseent  results  peaked  at  higher  eurrents 
(220  nA)  where  eolored  Ppy  began  to  appear.  Although  no  efforts 


were  made  to  identify  the  souree  of  these  differenees,  we 
eonjeeture  that  the  two  methods  of  deteetion  are  being  influeneed 
differently  by  the  Ppy  layer.  Eor  instanee,  thin  films  of  eleetroaetive 
Ppy  should  faeilitate  ECD  by  supporting  eleetron  transfer.  At  the 
same  time,  fluoreseenee  deteetion  may  be  redueed  in  thinner  films 
beeause  of  fluoreseenee  quenehing  by  the  Pt.  Alternatively,  more 
densely  eolored  films  of  Ppy  eould  also  queneh  fluoreseenee,  while 
a  thieker,  more  oxidized  Ppy  layer  might  provide  more  resistanee 
to  ECD. 

With  respeet  to  the  performanee  of  the  mieroarray  as  a  platform 
for  deteeting  SEB,  the  EOD  for  ECD  assay  was  between  0.003  and 
0.01  pg/ml  under  optimum  eonditions  and  no  interferants.  This 
was  at  least  an  order  of  magnitude  better  than  that  observed  using  a 
standard  mierotiter  plate  EEISA  with  the  same  Ab  reagents. 
Staphyloeoeeal  enterotoxin  B  is  a  potent  toxin  and  has  been  studied 
extensively  beeause  of  its  assoeiation  with  foodborne  illnesses  and 
use  as  a  biologieal  threat  agent.  Eabib  et  al  [20]  listed  the  different 
immunoassays  that  have  been  developed  to  deteet  SEB  and  their 
EODs,  whieh  ranged  from  ~0.1  fg/ml  to  ~2.5  pg/ml.  Results 


Figure  12.  Fluorescence  detection  of  SEB  binding  on  an  array  with  Ppy  deposited  using  constant  current.  Polypyrrole  was  deposited 
using  constant  current  from  0  to  980  nA  for  1.0  s.  Different  concentrations  (0,  0.1, 1.0,  and  10.0  pg/ml)  of  SEB  were  incubated  in  individual  chambers 
of  a  four-chamber  hyb  cap,  and  binding  was  detected  using  biotinylated  rabbit  anti-SEB  with  Cy5-SA. 
doi:1 0.1 371  /journal. pone.0009781  .gOI  2 
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Figure  13.  Composite  photomicrograph  showing  the  deposition 

constant  current  (0.0  to  980  nA)  for  1.0  s  as  listed  beneath  each  group. 
doi:1 0.1 371  /journal. pone.0009781  .gOI  3 

from  the  ECD  assay  are  at  the  lower  end  of  deteetion  for  the  assays 
listed  in  their  publieation.  The  exeellent  performanee  of  the  ECD 
assay  is  related  to  using  the  mieroarray  to  identify  Ppy  deposition 
eonditions  that  maximized  the  signal  from  SEB  binding  while 
minimizing  the  signal  from  non-speeifie  binding. 

While  distinet  in  the  approaeh,  optimizing  Ppy  deposition 
appears  similar  to,  but  more  exaet,  than  treatment  of  polystyrene 
to  produee  high  protein  binding  surfaees  on  beads  and  plates.  The 
eommereial  instruments  and  CMOS  mieroarray  deseribed  in  this 
eommunieation  offer  a  broad  set  of  tools  for  developing  protein 
assays  on  a  eompaet,  high  throughput  platform  that  supports  both 
eleetroehemieal  and  fluoreseenee  deteetion.  In  eonjunetion  with 
the  MX300  instrument,  Ppy  ean  be  deposited  on  the  mieroarray 
under  optimal  eonditions  for  protein  adsorption;  and  multiplex 
assays  ean  be  developed  by  sequentially  depositing  Ppy  and 
different  proteins.  Finally,  Ppy  and  protein  deposition  on 
eleetrodes  is  uniform,  and  groups  of  eleetrodes  ean  be  used  for 
eaeh  eapture  protein  to  provide  statistieal  signifieanee.  From  a 
praetieal  standpoint  of  developing  a  sensitive  and  speeifie  assay  on 
a  Pt  eleetrode,  the  mieroarray  ean  rapidly  sort  these  faetors 
empirieally  to  optimize  assay  results. 

Materials  and  Methods 

Reagents 

For  development  of  the  SEB  immunoassay,  the  antigen  and 
antibodies  (rabbit  anti-SEB  and  anti-SEB  MAb)  were  purehased 
from  the  Critieal  Reagent  Program  (Critieal  Reagent  Program, 
Aberdeen  Proving  Ground,  MD).  Riein  was  purehased  from 
Sigma- Aldrieh  (Sigma-Aldrieh,  St.  Eouis,  MO),  and  riein  MAb 
and  goat  anti-riein  Ab  were  purehased  from  the  Critieal  Reagent 
Program  as  a  seeondary  (reporter)  Ab.  The  SEB  and  riein 
antibody  pairs  were  evaluated  for  their  funetionality  as  eapture 
and  seeondary  antibodies,  and  the  best  results  were  obtained  using 
the  MAb  as  the  eapture  Ab  and  the  polyelonal  Ab  as  reporters. 
Both  seeondary  Abs  were  labeled  with  EZ-link  Sulfo-NHS-EC- 
Biotin  (Thermo  Fisher  Seientifie,  Roekford,  IE).  The  protein 
bloeking  solution  (PBSC)  was  prepared  by  mixing  three  grams  of 
easein  (Casein  from  Bovine  Milk,  Teehnieal  Grade,  Sigma- 


of  Ppy  on  2x2  groups  of  electrodes.  Polypyrrole  was  deposited  using 


Aldrieh)  in  one  liter  of  phosphate  buffered  saline  (PBS,  pH  7.2) 
with  stirring  for  1—2  h.  The  suspension  was  refrigerated  overnight 
and  allowed  to  filter  under  gravity  flow  through  a  0.22  |im  filter 
(Steritop-GP,  Millipore,  Billeriea,  MA)  at  4°C  for  24  h.  Pyrrole 
(Sigma-Aldrieh)  was  distilled  and  stored  under  argon  in  sealed 
glass  ampoules  at  4°C  and  proteeted  from  the  light.  The  0.1  M 
working  solution  of  pyrrole  was  prepared  by  diluting  the  distilled 
reagent  in  0.1  M  dibasie  sodium  sulfate  (Sigma-Aldrieh)  in  water 
immediately  prior  to  use.  Photomierographs  of  Ppy  deposition  on 
the  mieroarray  were  made  using  an  Olympus  BX60  mieroseope 
with  epi  illumination  (Center  Valley,  PA). 

Deposition  of  Polypyrrole  and  Capture  Antibody 

To  deposit  the  anti-SEB  MAb  on  individual  eleetrodes,  a  ehip 
map  was  ereated  for  the  PotentioSense  instrument  by  designating 
through  the  software  whieh  eleetrodes  were  to  be  addressed,  the 
voltage  or  eurrent  to  be  applied,  and  the  time  of  applieation.  The 
ehip  map  ereated  four  replieated  areas  on  the  array  that 
eorresponded  to  the  four  ehambers  of  a  plastie  hyb  eap 
(EleetraSense  Hybridization  Cap,  4x2K,  CombiMatrix  Corp., 
Mukilteo,  WA).  Within  eaeh  area,  2x2  or  5  x5  bloeks  of  eleetrodes 
were  eonneeted  through  CMOS  transistor  switehes  on  the  array  so 
that  they  reeeived  the  same  voltage  or  eurrent  for  the  same  period 
of  time.  For  manual  deposition,  a  single-ehambered  hyb  eap 
(EleetraSense  Hybridization  Cap,  12K)  was  mounted  on  the  array 
using  a  elamp  (CustomArray  Clamp  for  4x2  &  12K)  that  fits  into 
the  PotentioSense.  For  automated  proeessing,  an  MX300  with  a 
single  ehamber  (12K  eonfiguration)  was  used.  To  prevent  non- 
speeifie  binding,  the  array  was  treated  with  PBSC  for  5  min, 
washed  three  times  with  PBS  eontaining  0.1%  Tween  20  (PBST), 
three  times  with  PBS,  and  three  times  with  0.1  M  dibasie  sodium 
sulfate  prior  to  adding  pyrrole  for  eleetrodeposition.  After  Ppy 
deposition,  the  array  was  washed  twiee  with  PBS;  and  eapture  Ab, 
diluted  in  PBS,  was  added  for  15  min  at  25°G.  The  array  was 
washed  three  times  with  PBSC  and  bloeked  with  the  same  for  2— 
5  mins.  After  Ab  deposition,  the  mieroarray  was  bloeked  with 
PBSC  for  1  h,  treated  with  Post  Coating  Buffer  (AEerCHEK, 
Portland,  ME),  spin  eoated,  and  stored  at  4°G. 
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SEB  Concentration  (pg/ml) 


Figure  14.  Determination  of  the  LOD  for  SEB  detection.  A)  Three 
concentrations  (0.003,  0.01,  and  0.03  pg/ml)  were  incubated  on  a 
microarray  with  either  anti-SEB  MAb  (•-•)  or  casein  (■-■)  adsorbed 
onto  Ppy  that  was  deposited  at  40  nA  for  1  s.  SEB  binding  was  detected 
using  biotinylated  rabbit  anti-SEB  Ab  and  SA-HRP.  Background  (0  pg/ml 
SEB)  was  1 147±283.  B)  Different  concentrations  of  SEB  were  incubated 
on  a  microtiter  plate  with  anti-SEB  MAb  adsorbed  onto  the  surface  of 
each  well.  SEB  binding  was  detected  using  biotinylated  rabbit  anti-SEB 
Ab  and  SA-HRP.  Background  (0  pg/ml  SEB)  was  OD450-570  2.939±.026. 
doi:1 0.1 371/journal. pone.0009781.g014 

Microarray  Immunoassay 

Microarray  immunoassays  were  done  manually  so  that  results 
from  experiments  using  ECD  and  fluorescence  detection  were 
processed  in  the  same  manner.  For  assay,  the  microarray  was 
fitted  with  a  four-chamber  hyb  cap  and  washed  with  PBSG  before 
40  pi  of  Ag  in  PBSG  or  PBSG  alone  (control)  were  loaded  into 
each  chamber.  Following  a  1  h  incubation  at  25°G,  the  chambers 
were  washed  five  times  with  PBSG;  and  biotin-labeled  secondary 
Ab  (diluted  to  2  pg/ ml  in  PBSG)  was  added  for  a  1  h  incubation  at 
25°G.  After  washing  three  times  with  PBSG,  the  four-chambered 
hyb  cap  was  removed  and  replaced  with  a  single-chambered  hyb 
cap,  and  the  array  was  washed  three  more  times.  For  fluorescence 
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detection,  Gy5-streptavidin  (GF  Healthcare,  Amersham  Biosci¬ 
ences,  Piscataway,  h{f)  was  added  for  1  h,  washed  five  times  in 
PBSG  and  twice  in  PBS  and  scanned  on  a  GenePix  4000B  (Axon 
Instruments,  Molecular  Devices,  Sunnyvale,  GA).  For  FGD, 
microarrays  were  incubated  for  30  min  with  Poly-80-HRP 
Streptavidin  (Fitzgerald  Industries  International,  Acton,  MA) 
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Microarray  Imager  or  FlectraSense  software  (GombiMatrix)  for 
fluorescent  scans  or  FGD  respectively. 

Microwell  ELISA 

Anti-SFB  MAb  was  diluted  1:500  in  0.5  M  sodium  carbonate- 
bicarbonate  pH  9.6  buffer  (Sigma)  and  25  pi  of  the  solution  were 
added  to  each  well  of  a  96-well  plate  (NUNG  Immuno  MicroWell 
96-Well  Plate,  Thermo  Fisher  Scientific).  The  plate  was  covered 
and  incubated  at  4°G  over  night.  Fach  well  was  washed  five  times 
with  200  pi  of  PBS  with  0.1%Tween  20  (PBST)  and  blocked  with 
IX  FFISA  Diluent  Solution  (cBioscience,  San  Diego,  GA)  for  2  h 
at  25°G  with  agitation.  An  SFB  solution  (1000  pg/ml)  was 
prepared  in  IX  Diluent  Solution  and  serially  diluted  1:3  to  a 
lowest  concentration  of  0.015  pg/ml.  Fach  concentration  was 
added  to  three  wells,  and  the  plate  was  incubated  1  h  at  25°G  with 
agitation.  After  five  washes  with  PBST,  each  well  received  50  pi  of 
biotinylated  rabbit  anti-SFB  Ab,  diluted  1:1000  in  lx  Assay 
Diluent;  and  the  plate  was  incubated  overnight  at  4°G.  For 
detection,  the  plate  was  washed  five  times  with  PBST;  100  pi  of 
IxTMB  Substrate  Solution  (cBioscience)  were  added;  and  the 
plate  was  incubated  at  25°G  for  15  min  with  agitation.  After  this 
time,  50  pi  of  Stop  Solution  (cBioScience)  were  added  to  all  wells; 
and  the  plate  was  read  at  450  nm  and  570  nm  on  a 
SPFGTRAmax  PFUS  384  microplate  reader  (Molecular  Devices, 
Sunnyvale,  GA).  For  data  analysis  the  OD570  nm  was  subtracted 
from  the  OD450  nm- 
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